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Background: Methylmercury is an organic form of mercury that is highly toxic to humans. 
Here, we present and establish a novel method to detect methylmercury concentrations in 
the blood of Koreans. 

Methods: Methylmercury concentration was analyzed with an automated methylmercury 
analytic system (MERX, Brooks Rand Co., USA) using cold vapor atomic fluorescence 
spectrophotometry (CVAFS). A variety of biological materials were digested in methanolic 
potassium hydroxide solution. The analysis method was validated by examination of certi- 
fied reference material (955c, National Institute of Standard and Technology, USA). We 
randomly selected 30 Korean adults (age 20 yr or older) to analyze total blood mercury 
and methylmercury concentrations. 

Results: The detection limit and methylmercury recovery rate using this method were 0.1 
pg/L and, 99.19% (range: 89.33-104.89%), respectively. The mean blood concentration of 
methylmercury was 4.54+2.15 pg/L (N=30). The mean proportion of methylmercury to 
the total mercury concentration was 78.27% (range: 41.37-98.80%). 

Conclusions: This study is the first report to analyze blood methylmercury concentration 
using CVAFS in Korea. We expect that this method will contribute to the evaluation of mer- 
cury exposure and the assessment of the toxicological impact of mercury in future studies. 
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INTRODUCTION 

Mercury exists in various forms including elemental mercury 
(Hg°), inorganic mercury (HgCI 2 ), and organic mercury (CH 3 H- 
gCI), and mercury toxicity varies according to the forms of mer- 
cury, entry route, exposure level, and individual susceptibility 
[1]. People may be exposed to mercury from a variety of sources 
and there are significant differences in the characteristics and 



duration of mercury exposure as well as metabolism of mercury 
between individuals. Thus, accurate measurement of exposure 
using biological indicators is very important. 

Blood, urine, and hair can be used as biological indicators to 
measure mercury concentration in the body. Since mercury is 
absorbed differently in the body according to its specific molec- 
ular composition, such biological samples can be used to deter- 
mine the type of mercury to which an individual was exposed. It 
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is known that, while mercury in blood and hair reflects exposure 
to total mercury and organic mercury (including methylmercury) 
accumulated in the body, mercury found in the urine reflects 
exposure specifically to inorganic mercury [2, 3]. Mercury de- 
tected in the blood and hair reflects the level of exposure to or- 
ganic mercury, short-term exposure can be measured by deter- 
mining the mercury concentration in the blood, while long-term 
exposure can be measured by determining the mercury con- 
centration in a person's hair [4, 5]. However, hair may not re- 
flect the actual mercury concentration in the body because ex- 
ternal factors, such as dyeing, hair dressing, and permanents, 
may result in mercury contamination [6]. 

When atmospheric mercury in the elemental state is dis- 
charged into the environment, it is deposited in water, soil and 
sediment and often accumulates in living organisms. Bacteria 
and planktons in aquatic ecosystems can methylate mercury, 
transforming it into methylmercury, a form of organic mercury 
[1]. Organic mercury of various forms, including methylmercury 
is a fat-soluble substance, and over 90% of organic mercury is 
absorbed into the alimentary tract. Since its half-life in vivo is 
around 70 days, it is excreted slowly and easily accumulates in 
the body. Furthermore, studies have shown that, once organic 
mercury has accumulated in the body, it is not easily removed 
and can pass through the blood-brain barrier to affect the cen- 
tral nervous system and peripheral nervous system [7]. 

Because of these risks relating to methylmercury, there are 
established recommendation criteria for total blood mercury in 
the USA, Canada, Japan, and other countries, and in order to 
control exposure to methylmercury in vulnerable populations, 
such as pregnant women and infants, these countries have es- 
tablished criteria for fish intake, water mercury content, etc. Ko- 
rea has also recognized the risks of mercury exposure and the 
government is making efforts to assess accurate mercury expo- 
sure by analyzing biological indicators in various samples. 

Some Korean laboratories are capable of conducting analysis 
of total mercury in blood, urine, and hair; however, no analysis 
method has been established for the measurement of methyl- 
mercury in blood because of difficulties in accurately assessing 
all exposure factors leading to mercury accumulation. There- 
fore, we conducted the current study in order to establish a 
method to analyze methylmercury concentrations in the blood 
using cold vapor atomic fluorescence spectrophotometry (CVAFS). 
In this report, we present our experience in developing this novel 
analysis method to measure blood methylmercury concentra- 
tions for the first time in Korea. 



METHODS 

1. Subjects and sample collection 

In this study, we randomly selected 30 participants, age 20 yr or 
older, from Busan, Ulsan, and Gyeongsangnam-do, to analyze 
total blood mercury and methylmercury concentrations. All blood 
samples were collected using 3-mL vacuum blood collection 
tubes (Vacutainer®, Beckton & Dickton, Franklin Lakes, NJ, 
USA) treated with EDTA to prevent coagulation. Venous blood 
was collected directly and kept in a refrigerator at 4°C until sam- 
ple analysis. Whole blood samples were used for analysis. 

2. Analysis method 

This study used the MERX model (Brooks Rand Co, Seattle, 
WA, USA) for blood methylmercury analysis (Fig. 1) according 
to analysis procedures suggested by the U.S. Environmental 
Protection Agency (EPA, Method 1630). The analysis process 
includes digestion (preprocessing), separation, and detection 
(the main analysis measurement). 

Among the reagents used in this study, sodium tetraethylbo- 
rate (NaBEt»), which is used as an ethylation reagent, is a highly 
flammable material that is easily ignited and degraded by mois- 
ture in the air. Thus, this reagent was freshly prepared during 
analysis. All deionized water used in the experiment was double 
deionized using Barnstead® US/A56220-8 to minimize contami- 
nation. 

For preprocessing, 0.5 ml_ of sample (handled carefully so as 
not to stain the walls of the bottle) and 10 ml_ of methanol (25% 
potassium hydroxide [KOH]) were added into a Teflon bottle, 
and the bottle was capped in order to prevent evaporation. The 
sample was decomposed using a heating block set at 65°C for 
3-4 hr and methanol was added prior to analysis to bring the fi- 
nal volume to 25.6 mL. Next, 0.03 ml_ of the treated sample, 0.6 
mL of acetate buffer, and 0.05 mL of NaBEt 4 were added to 30 
mL of deionized water in a brown vial. The remaining space was 
then filled with deionized water to remove headspace, and the 
vial was shaken up and down in order to sufficiently mix the 




Fig. 1. Blood methylmercury analysis system (MERX, Brooks Rand 
Co, Seattle, WA, USA). 
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contents. The preprocessing procedure was finished after this 
step (Fig. 2). 

Next, the preprocessed sample was purged with nitrogen gas 
and moved to a Tenax trap. The absorbed trap was dried with 
nitrogen gas for approximately 7 min, and the dehydrated Tenax 
trap was then desorbed through heating at 450-500°C. The sam- 
ple was removed from the trap, subjected to gas chromatogra- 
phy (GC) and decomposed in the order of Hg°, CH 3 Hg, and 
Hg 2 " 1 ". The samples were analyzed using a CVAFS detector. 

Analysis took approximately 5 hr per sample, though the anal- 
ysis time could be shortened by using an auto-sampler. Blood 
samples may be stored in a refrigerator for approximately 1 month 
without changing the concentration of mercury in the sample; 
however, the sample should be frozen at -70°C if analysis is ex- 
pected to be done after more than 1 month. 



Weight 0.5 mf blood in a bottle 



Add 10 mL25 % K0H/CH 3 0H 



Dry sample at 65°C for 3-4 hr in a oven 



Cool sample to room temp. 



Shake sample for 5 min with a shaker 



Add 15.1 mfCHsOH 



30 mL Dl water in a new vial 



Divided and add 0.03 mf 
prepared sample 



Add 0.6 mf acetate buffer 



Add 0.05 mLNaBEt4 



Bring up to volume with Dl water 



Cap tightly and Invert rapidly 
to mix contents 



Analysis 



Fig. 2. Preprocessing flow chart for blood methylmercury analysis. 
Abbreviation: Dl, deionized. 



Total blood mercury analysis was performed using the gold 
amalgamation method with an automatic mercury analyzer (SP- 
3DS, Nippon Instruments Corp., Tokyo, Japan). This method 
decomposes the test samples via heating at high temperatures 
to gasify mercury and collect/concentrate the material to a mer- 
cury collector made of a multi-porous substance coated with 
gold (Hg-Amalgam). This method was chosen for the present 
study because it directly quantifies Hg without requiring wet de- 
composition of test samples and does not result in mercury loss 
in the process of pre-treatment of the test samples, ensuring 
outstanding sensitivity and reproduction. 

Blood samples were slowly thawed at room temperature imme- 
diately before the analysis, and a roll-mixer was used to mix them 
for 0.5-1 hr. All samples were pre-mixed and added in 100-uL 
quantities to the sample boat, where additives aluminum oxide 
(BHT®, Nippon Instruments Corp., Tokyo, Japan), calcium hy- 
droxide + sodium carbonate (MHT®, Nippon Instruments Corp., 
Tokyo, Japan) were applied. 

Ten milligrams of L-cysteine and 2 mL of nitric acid were used 
to produce a 0.001% L-cysteine solution. A 1,000-ppm standard 
mercury solution (Wako Co., Tokyo, Japan) was then diluted with 
the L-cysteine solution to generate a 10-ppm solution. The solu- 
tion was diluted again to yield standard samples at 2, 4, 6, and 
8 ug/L concentrations, and a calibration curve was drawn [8]. 

3. Linearity 

The methylmercury standard solution (1 ppm) was purchased 
from Brooks Rand Co. and kept in a refrigerator with light inter- 
ruption until use. The 0.001% L-cysteine solution was prepared 
using 10 mg of L-cysteine and 2 mL of nitric acid. Working stan- 
dard solutions were made by diluting the 1 ppm purchase solu- 
tion to 1 ng/mL and 0.01 ng/mL using the prepared L-cysteine 
solution. The standard samples for the calibration curve were 
then diluted from working standard solutions (1 ppm) to 1, 2, 10, 
50, 100, and 250 pg/mL and analyzed 10 times for each con- 
centration according to the test procedure indicated by the stage 
and the analysis results. The 10 measurements for each concen- 
tration were averaged and these averages were used to make a 
calibration curve. 

4. Precision and accuracy 

The evaluation of within-run precision was performed 5 times by 
calculating the average, standard deviation, and CV using Toxic 
Metals in Caprine Blood (955c) as the certified reference mate- 
rial (CRM) from the National Institute of Standards and Technol- 
ogy (NIST). The within-day precision was evaluated 5 times at 
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intervals of 10 analyzed samples by calculating the CV. The day- 
to-day precision was evaluated for 5 days by calculating the av- 
erage, SD, and CV. Accuracy was evaluated by calculating the 
recovery rate in all repeated analyses using Toxic Metals in Cap- 
rine Blood (955c). 

5. Limit of detection (LOD) 

Seven test samples, with deionized water added, were analyzed 
according to the same preprocessing and analysis method, and 
we calculated the limit of detection using the results. 

6. Quality control for analysis 

In order to verify the test method, we examined the reliability of 
the measurement for each test using Toxic Metals in Caprine 
Blood (955c) CRMs from the NIST. Equipment maintenance 
and repair were checked regularly and confirmed by the medi- 
cal specialists in charge. Before analyzing actual samples, we 
cleaned and stabilized the equipment by analyzing 3 calibration 
blanks, and then drew a calibration curve by preparing standard 
solutions. After the calibration curve was completed, we ana- 
lyzed 3 calibration blanks, 3 method blanks, 3 CRMs, 1 matrix 
spike and 1 matrix spike duplicate, and then analyzed the ac- 
tual samples. 

7. Statistical analysis 

For statistical analysis, we used STATA/SE version 11.1 (Stata- 
Corp., College Station, TX, USA). The correlation between total 
blood mercury and methylmercury concentration was analyzed. 
The significance level was set as 0.05. All experimental results 
are presented as the mean+SD. 



7,000,000 
6,000,000 
5,000,000 
S 4,000,000 
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<2 3,000,000 
2,000,000 
1,000,000 
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y= 0.00004 + 0.565 



r=0.9999,P=0.000 



50 100 150 200 
Methylmercury concentration (pg/L) 
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RESULTS 

1. Linearity 

Calibration curves were made using the values obtained by anal- 
ysis of the methylmercury-cysteine solution indicated by stage 
according to the test procedure. The calibration curve showed 
satisfactory linearity, with the f of the curve calculated as 0.9999 
and the relative SD (RSD) found to be less than 4% (Fig. 3). 

2. Precision and accuracy 

The CV was lower than 4% for all CRMs analyzed: 1.63% for 
within-run precision, 2.46% for within-day precision, and 3.09% 
for day-to-day precision (Table 1). Since the mean of all CRMs 
analyzed (N = 125) was 4.46±0.14 pg/L in this study, compared 
with 4.5+1.0 pg/L as the certified concentration, the overall CV 
was 3.09%, and the accuracy (recovery rate) was 99.19% (range: 
89.33-104.89%) (Table 2). 

3. Limit of detection 

The standard deviation for 7 samples was 0.037536998 pg/L, and 



Table 1. Precision of the novel methylmercury analysis method us- 
ing CRMs (Units: pg/L) 



Toxic Metals in Caprine Blood Level 3 


Within-run precision (N = 5) 


Mean 


4.47 




SD 


0.07 




CV (%) 


1.63 


Within-day precision (N=25) 


Mean 


4.48 




SD 


0.11 




CV (%) 


2.46 


Day to day precision (N= 125) 


Mean 


4.46 




SD 


0.14 




CV (%) 


3.09 


Assigned value 




4.50 


Expected range* 




1.00 



*Assigned value±expected range: reference value suggested by the Na- 
tional Institute of Standards and Technology. 
Abbreviation: CRMs, Certified Reference Materials. 

Table 2. Accuracy of the novel methylmercury analysis method us- 
ing CRMs (pg/L, N=125) 



1 


Certified reference 
material 


Certified 
value 


Determined ^ 
value Mean±SD 


Recovery (%) 
[range] 


300 


Toxic Metals in 
Caprine Blood Level 3 


4.5+1.0 


4.46±0.14 3.09 


99.19 
[89.33-104.89] 



Fig. 3. Calibration curve for methylmercury analysis using standard 
solutions at 1, 2, 10, 50, 100, and 250 pg/mL concentrations. 



Abbreviations: CRMs, Certified Reference Materials; RSD, relative standard 
deviation. 
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the LOD of 0.1 pg/L was obtained by multiplying this value by tion and the proportion of methylmercury to total mercury con- 
2.998. centration (r=0.35; Fig. 6). 



4. Blood methylmercury analysis 

Chromatograms obtained during blood sample analysis are 
shown in Fig. 4. From the 30 blood samples analyzed, the mean 
methylmercury concentration was 4.54+2.15 pg/L. As the total 
mercury concentration increased, the methylmercury concen- 
tration also increased (Fig. 5). 

5. Comparison of methylmercury versus total mercury in the 
blood 

The total blood mercury concentration in the analyzed samples 
was 5.65±2.25 pg/L. The mean proportion of methylmercury to 
total mercury was 78.27% (range: 42.37-98.8%). A weak corre- 
lation was observed between the total blood mercury concentra- 



Selected Peak 2 
Retention Time: 1.09 




Fig. 4. Chromatogram for the determination of Hg°, MeHg, and Hg 2+ 
in blood samples. 



DISCUSSION 

This study established a blood methylmercury analysis method 
for the first time in Korea using automated MERX equipment and 
applying the method suggested by U.S. EPA Method 1630. The 
test method was verified using the 955c, CRMs from the NIST. 

Well-known and established experimental methods have been 
used mostly to analyze methylmercury in fish and water. In re- 
search conducted by Lee et al. [9] that established a method for 
analyzing methylmercury in fish, 2 types of equipment were 
used. Gas chromatography-mass spectrometry (GC-MS) analy- 
sis resulted in an f value of 0.995 and a detection limit of 0.9 
pg/L, and gas chromatography-electron capture detector (GC- 
ECD) analysis results in an f value of 0.993 and a detection limit 
of 0.8 pg/kg. In another study using GC-ECD, the detection limit 
was reported to be 5 pg/kg [10]. Furthermore, in a study that 
proposed a method for analyzing methylmercury in sediment 
using fuzzy and trap GC-MS, researchers reported that the de- 
tection limit was 0.06 ng/g, the quantitative limit was 0.20 ng/g, 
and precision and accuracy were 11.2% and 102% + 11.4%, re- 
spectively [11]. In a study that established a method for analyz- 
ing methylmercury in water using GC-CVAFS, the detection lim- 
its were reported to be 0.042 ng/L for surface water and 0.033 
ng/L for ground water [12]. In our experiment, we found the 
^"=0.9999, a higher linearity measurement than all of the analy- 
sis methods presented above. In addition, we found an LOD of 
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Fig. 5. 
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Correlation between the concentration of total mercury and 
methylmercury in 30 blood samples. 
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Fig. 6. Correlation between the total mercury concentration and the 
proportion of methylmercury/total mercury concentration in 30 blood 
samples. 
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0.1 pg/L, suggesting that our novel method could be used to 
precisely analyze lower concentrations of methylcercury, and a 
yield of 99.19%. Thus, our method can be considered a more 
accurate analysis method. A study conducted in 1994 estab- 
lished a method for analyzing methylmercury in various biologi- 
cal samples using the same GC-CVAFS, and the detection limit 
was reported to be 0.0000006 pg/L, which is higher than that in 
our study [13]. 

Our analysis of 30 samples using this newly-established ex- 
perimental method revealed that methylmercury comprised 
78.27% of total blood mercury. This was similar to the results of 
a study that included 1,127 U.S. airmen with an average age of 
53 yr, where methylmercury was found to account for around 
75% of total blood mercury [14], but was lower than that of a 
Swedish study conducted in 2003 with 23 women and 5 men, 
where methylmercury was found to account for around 90% of 
total blood mercury [15]. A Korean study randomly sampled 16 
students with high total blood mercury concentrations among 
approximately 2,000 elementary school students in 4th- to 6th 
grade in 26 regions, and 36 out of 141 parturient women in 
Seoul and Busan, and investigated the total mercury and meth- 
ylmercury content in their whole blood and umbilical cord 
blood. They found that the proportion of methylmercury to total 
mercury was 85.1% in students with high total blood mercury 
concentrations, and 85% and 91% in maternal blood and um- 
bilical cord blood, respectively [16]. Compared with these stud- 
ies, our study revealed that a relatively low proportion of the total 
mercury is methylated. However, another study that investigated 
the total mercury and methylmercury content in blood and um- 
bilical cord blood in 14 parturient women who ate fish twice or 
more a week reported that methylmercury accounted for 61.8% 
of total mercury in the blood and 69.5% in umbilical cord blood 
[13], and therefore, our results revealed a relatively high propor- 
tion of methylmercury compared with this study. These discrep- 
ancies are believed to come from differences in the subjects' 
characteristics and intake-related factors, and thus, more com- 
prehensive research involving a variety of populations is required. 

When blood organic mercury concentration was analyzed in 
1,709 women in the U.S. National Health and Nutrition Exami- 
nation Survey in 1999 and 2000, researchers concluded that the 
proportion of methylmercury was higher when the total blood 
mercury concentration was high [17]; however, this was not 
found in the 30 samples analyzed by our experimental method. 
This is probably because our study focused on the establish- 
ment of an experimental method. Thus, it is necessary to exam- 
ine the potential association of total mercury concentration to 



methylmercury concentration using a larger number of subjects. 
The current study presents the development of a valuable novel 
experimental method to measure methylmercury concentration 
in bloods. Since methylmercury is the most toxic among mer- 
cury compounds, this method is a significant advancement. 
Furthemore, this is the first report from Korea to establish a 
method for analyzing methylmercury in the blood. We hope that 
continuous monitoring of blood methylmercury may allow for 
more comprehensive and effective control of mercury, and that 
our novel experimental method may contribute to the progres- 
sion of these monitoring procedures. 

Authors' Disclosures of Potential Conflicts of 
Interest 

No potential conflict of interest relevant to this article was re- 
ported. 

Acknowledgement 

This research was supported by a grant (10162KFDA994) from 
Korea Food and Drug Administration in 2011. 

REFERENCES 

1. Navarro M, Lopez H, Sanchez M, Lopez MC. The effect of industrial 
pollution on mercury levels in water, soil and sludge in the coastal area 
of Motril, southeast Spain. Arch Environ Contam Toxicol 1993;24:11-5. 

2. Tsuji JS, Williams PR, Edwards MR, Allamneni KP, Kelsh MA, Pausten- 
bach DJ, et al. Evaluation of mercury in urine as an indicator of expo- 
sure to low levels of mercury vapor. Environ Health Perspect 2003;111: 
623-30. 

3. Grandjean P, Weihe P, Nielsen JB. Methylmercury: significance of intra- 
uterine and postnatal exposures. Clin Chem 1994;40:1395-400. 

4. Risher JF, Murray HE, Prince GR. Organic mercury compounds: human 
exposure and its relevance to public health. Toxicol Ind Health 2002;18: 
109-60. 

5. Mason HJ, Hindell P, Williams NR. Biological monitoring and exposure 
to mercury. Occup Med 2001;51:2-11. 

6. Schoeman K, Bend JR, Koren G. Hair methylmercury: a new indication 
for therapeutic monitoring. Ther Drug Monit 2010;32:289-93. 

7. Harada M. Minamata disease: methylmercury poisoning in Japan caused 
by environmental pollution. Crit Rev Toxicol 1995;25:1-24. 

8. Jo EM, Kim BG, Kim YM, Yu SD, You CH, Kim JY, Hong YS. Blood mer- 
cury concentration and related factors in an urban coastal area in Ko- 
rea. J Prev Med Public Health 2010;43:377-86. 

9. Lee JS, Ryu YJ, Park JS, Hong EJ, Kang HK, Jeon SH, et al. A study of 
analytical method for methylmercury in fish using purge and trap gas 
chromatograph-mass spectrometer. J of the Korean Society for Environ- 
mental Analysis 2007;10:8-12. 

10. Kim HY, Chung SY, Sho YS, Oh GS, Park SS, Suh JH, et al. The study 
on the methylmercury analysis and the monitoring of total mercury and 
methylmercury in fish. Korean J Food Sci Technol 2005;37:882-8. 



36 www.annlabmed.org 



http://dx.doi.Org/10.3343/alm.2012.32.1.31 



Kim B-G, et al. 

Blood methylmercury analysis in Korea 



ANNALS OF 

LABORATORY 

MEDICINE 



11. Lee JS, Park JS, Kang HG, Cho JS, Hong EJ, Jeong GT, et al. Analysis of 
mercury and methylmercury in river sediment samples. Analytical Sci- 
ence & Technology 2009;22:44-50. 

12. De Wild JF, Olson ML and Olund SD (Eds.), Determination of methyl 
mercury by aqueous phase ethylation, followed by gas chromatographic 
separation with cold vapor atomic fluorescence detection. U.S. Geologi- 
cal Survey Open-File Report 01-445. http://pubs.usgs.gov/of/2001/ofr- 
01-445/(Updated on Sep 2008) 

13. Liang L, Bloom NS, Horvat M. Simultaneous determination of mercury 
speciation in biological materials by GC/CVAFS after ethylation and 
room-temperature precollection. Clin Chem 1994;40:602-7. 

14. Kingman A, Albertini T, Brown U. Mercury concentrations in urine and 



whole blood associated with amalgam exposure in a US military popula- 
tion. J Dent Res 1998;77:461-71. 

15. Berglund M, Lind B, Bjornberg KA, Palm B, Einarsson 0, Vahter M. In- 
ter-individual variations of human mercury exposure biomarkers: a 
cross-sectional assessment. Environ Health 2005;3:4-20. 

16. Kim GB, Kim DS, Kang TS, Lee JH, Joung YH. Comparison study be- 
tween total blood mercury and methylmercury. Proceedings of Annual 
meeting of Korean Society of Health Education and promotion 2007;2: 
345-8. 

17. Mahaffey KR, Clickner RP, BodurowCC. Blood organic mercury and di- 
etary mercury intake: National Health and Nutrition Examination Survey, 
1999 and 2000. Environ Health Perspect 2004;112:562-70. 



http://dx.doi. org/1 0.3343/alm .201 2.32.1 .31 



www.annlabmed.org 37 



